Using Vector Velocity Imaging (VVI) to Measure Left Ventricular Systolic Strain and Diastolic Strain Rate in Cine MRI

N. M. Dunn1, S. Raman2, H. Houle3, G. Pedrizzetti4, M. Vannan2, and O. Simonetti2

1The Davis Heart and Lung Research Institute, The Ohio State University, Columbus, Ohio, United States, 2Internal Medicine, Division of Cardiovascular Medicine, The Ohio State University, Columbus, Ohio, United States, 3Siemens Medical Solutions, Mountain View, California, United States, 4The University of Trieste, Trieste, Italy

Introduction: Quantification of systolic strain and diastolic strain rate provide more sensitive indicators of myocardial dysfunction than subjective image interpretation. Vector Velocity Imaging (VVI) is a processing method developed to quantify myocardial strain and strain rate from 2D echocardiography images. VVI works by tracking features on the endo- and epicardial surfaces of the myocardium. We sought to investigate the feasibility of using VVI to estimate left ventricular strain and strain rate from standard steady-state free-precession (SSFP) cine MRI, potentially obviating the need for specialized acquisition schemes such as tagging, DENSE, or SENC.

Materials and Methods: Short-axis and long-axis cine MRI images (segmented SSFP, TR/TE = 3.0/1.3 ms, temporal resolution 42 ms, 1.9mm x 1.4mm x 6mm voxel size) were acquired from nine normal, healthy subjects (3 females, 6 males, average age 31 ± 5.05). VVI software (Siemens Ultrasound, Mountain View, CA) was used to calculate left ventricular (LV) peak systolic strain (circumferential, radial, and longitudinal) and peak diastolic circumferential and longitudinal strain rates based on automated tracking of the endo- and epicardial surfaces. The results were compared to literature values generated using MR tissue tagging methods (1 - 6).

Results: Figure 1 shows the VVI myocardial strain results for a single mid-ventricular short-axis slice and a four-chamber long-axis slice. The calculated values for left ventricular peak systolic strains and diastolic strain rates were comparable to the literature values (see Tables 1&2).

Conclusions: The similarity of our acquired values to the literature values implies that VVI may be used to calculate left ventricular strain and strain rate from conventional SSFP cine MRI, obviating the need for additional time-consuming tissue tagging, displacement, or strain encoding methods. However, due to the variability of results in the literature references, additional data will be acquired to determine the expected range of strain values in normal subjects before moving on to clinical studies.

References:
6.) Dokainish, H. Am J Cardiol 2008;101:1504-1509.