New MR Imaging Methods for Metallic Implants in the Knee: Artifact Correction and Clinical Impact

C. A. Chen¹, W. Chen², S. B. Goodman¹, B. A. Hargreaves¹, K. M. Koch³, W. Lu¹, A. C. Brau¹, H. J. Braun¹, and G. E. Gold¹
¹Radiology, Stanford University, Stanford, CA, United States; ²GE Healthcare Applied Science Lab, Stanford University; ³Nanyang Technological University

INTRODUCTION
Total knee replacements (TKRs) are increasingly common in our aging population, with the number of TKRs having grown over 195% between 1990 and 2002, and over 555,000 TKRs placed in 2004 [1-2]. Recently developed MRI techniques correct for metal-induced distortion and signal loss, theoretically improving soft tissue and bony anatomy visualization for postoperative complications. In a phantom custom-fitted to a TKR, Slice Encoding for Metal Artifact Correction (SEMAC) [3] and Multi-Acquisition Variable-Resonance Image Combination (MAVRIC) [4-5] have been shown to significantly reduce artifact compared to the standard two-dimensional fast spin echo (FSE) [6], allowing for accurate measurement of metallic implant geometry [7]. This study investigates the potential of these methods in affecting clinically significant endpoints.

First, SEMAC and MAVRIC were assessed for their ability to measure implant rotation, as implant misalignment is an important cause of revision surgery, pain, and implant loosening [8]. Secondly, artifact correction with SEMAC was evaluated for changing symptomatic patient management.

METHODS
A total of 25 knees were imaged in this study. Fourteen TKRs in 12 volunteers (5 men, 7 women; age range 54-75 years) were imaged at 1.5T with SEMAC, MAVRIC, and FSE. Imaging was performed with 320x256 matrix, 16cm FOV, ±125kHz BW, 8-channel knee coil, and proton-density and inversion-recovery contrast. Scan times (min:sec) and TR/TE (ms), respectively, were 5:00 and 3000/6.4 for FSE, 8:23 and 3446/11 for SEMAC, and 11:23 and 3650/39 for MAVRIC. SEMAC was obtained with parallel imaging (R=2) and half-Fourier acquisition [9]. SEMAC and MAVRIC were reconstructed using a sum-of-squares combination [2]. The TKR phantom was scanned with a comparable protocol.

For evaluation of all 3 sequences in measuring TKR component rotation, the angles measured on MR images were compared to those measured on the reference standard, the TKR phantom, by percent deviation. The MR images of the human TKR volunteers were analyzed for combined femoral and tibial component rotation using the method described by Berger et al [8] and 2-factor repeated measures ANOVA.

Eleven symptomatic patients (6 men, 5 women; age range 25-83 years; 8TKRs, 2 large complex knee reconstructions, 1 tibial plate) were scanned with SEMAC and FSE at comparable resolution. Using OsiriX, artifact extent was compared between SEMAC and FSE by measuring on a central slice through the implant region of interest that encompassed the implant and metallic artifact, with a Bland-Altman plot and paired t-test performed. Changes in patient management after imaging were recorded.

RESULTS
SEMAC and MAVRIC were able to more accurately measure implant rotation, compared with FSE (Table 1). The TKRs of the volunteers were properly aligned, with all sequences measuring on average less than +6° (+ denotes external rotation). Patellofemoral complications are associated with rotation greater than +10° [8].

Our results in symptomatic patients with SEMAC in the knee are similar to previous preliminary work done with a variety of metallic implants [10]. In patients with knee hardware, SEMAC significantly reduced artifact compared to FSE (p<0.03) (Figure 1). Table 2 shows that imaging with SEMAC led to changes in patient management including biopsy, surgery, aspiration, and other studies in 9 of 11 patients. One subject suffered a near-complete tear of the patellar tendon visible on SEMAC that was obscured by artifact on FSE images (Figure 2) and confirmed at surgery for tendon repair. Another subject had recurrence of osteosarcoma in the prepatellar space visible on SEMAC, confirmed at biopsy (Figure 3).

Table 1: Compared to the known rotational angles of the TKR phantom, SEMAC and MAVRIC accurately measure TKR component rotation, while FSE deviates to a larger extent.

<table>
<thead>
<tr>
<th>TKR Component</th>
<th>Difference</th>
<th>Percent Deviation</th>
</tr>
</thead>
<tbody>
<tr>
<td>Femoral</td>
<td>0.0°</td>
<td>0%</td>
</tr>
<tr>
<td>Tibial</td>
<td>-0.3°</td>
<td>0.3%</td>
</tr>
</tbody>
</table>

Table 2: Changes in patient management due to scanning with SEMAC.

CONCLUSION
SEMAC and MAVRIC accurately measure implant rotation in the knee. SEMAC is a promising method for imaging around metal, as it is able to significantly reduce artifact for a variety of metallic hardware in the knee, changing symptomatic patient management.

REFERENCES

ACKNOWLEDGEMENTS NIH grants R21-EB008190, 1R01-EB002524, 1R01-EB005790; The Wallace H. Coulter Foundation; GE Healthcare.